A peripheral nerve stimulator for nerve location controlled by the scrubbed anaesthetist.
This newly designed peripheral nerve stimulator allows the scrubbed anaesthetist performing a nerve block to adjust the electrical current output needed for localisation of the target nerve without the need for an assistant.